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3) Refer to Fig. 2. Insert the Thermometer into the

Installation Instructions Mounting Bracket.

1) Refer to the Installation Dimensions diagram.
Choose a mounting location for the bracket and
secure it in place via one of the mounting options
available.

2) Refer to Fig. 1. The Thermometer is secured in the
Mounting Bracket via a Lock Nut.

Mounting Bracket

Fig. 2

— 4) Refer to Fig. 3.
” Thermometer Thread the Lock
| Nut on to the front

= of the Thermometer
\§v and tighten the
/ nut until the
Thermometer is

held securely in the
Mounting Bracket.

Fig. 1 The installation is
now complete.

Lock Nut Bracket mounting holes




