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Installation Instructions
These instructions cover the removal and replacement of the 
optional Sealed to Process window that can be fitted in the 
Water Cooled Housing of a Land SPOT Thermometer.

1)	 Refer to Fig. 1. Unscrew the Purge Snout from the 
Water Cooled Housing. Retain the Snout for refitting 
in Step 6.

Fig. 1

Fig. 3
4)	 From the replacement Sealed to Process kit, insert 

the new O-Ring (2.62 x 47.3 mm) into the Water 
Cooled Housing (Fig. 3).

5)	 Insert, and tighten, the new Sealed to Process 
Assembly into the Water Cooled Housing (Fig. 2).

6)	 Finally, screw the Snout back into Water Cooled 
Housing (Fig. 1).

	 The Sealed to Process Assembly has now been 
replaced.

Purge Snout

2)	 Refer to Fig. 2. Unscrew and remove the existing 
Sealed to Process Assembly.

3)	 Refer to Fig. 3. Remove the existing O-Ring from the 
Water Cooled Housing.

O-Ring

Fig. 2

Sealed to Process Assembly
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