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LANGUAGE:  ENGLISH

LIGHT PURGE (Part Nº 808015)i
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Installation Instructions
1)	 Refer to the Installation Dimensions diagram.  

Choose a mounting location for the Light Purge and 
secure it in place via one of the mounting options 
available.

2)	 Refer to Fig. 1.  Screw the supplied Thermometer 
Lock Nut onto the threaded section of the 
Thermometer body.

Fig. 1

Fig. 2

4)	 Loosen the Purge Lock Nut and rotate the 
Thermometer until the cable exit points are vertical to 
the viewing plane.

5)	 Tighten the Purge Lock Nut, then tighten the 
Thermometer Lock Nut against the rear face of the 
Light Purge.

6)	 Refer to Fig. 3.  Attach your purge air supply to the 
Purge Air Inlet (1/4 in BSW tapped hole, Flow rate 
140 l/min)

	 The Thermometer is now installed in the Light Purge.

Fig. 3
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3)	 Refer to Fig. 2.  Screw the Thermometer and its Lock 
Nut into the Light Purge.

Purge Air Inlet


