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Installation Dimensions
Panel Mounting

35 mm / 1.4in Dia.

26 mm/ 1.0in

Threaded Hole Mounting

Allow sufficient clearance for
minimum bend radius of cable
(refer to cable specification)

E

Maximum panel thickness
10 mm / 0.4 in

Maximum cable diameter
7 mm/ 0.28 in
Minimum cable diameter
(For IP rating)
6 mm/ 0.24 in

Fig. 1

M25 x 1.5P
Threaded Hole

Installation Overview

Cable Gland Nut
Cable Seal Washer
Conduit Seal

Gland Body

Gland Washer

M25 x 1.5 Locknut

Fig. 2




